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Metabolomics Analysis
Sample preparation 10 μL of serum was extracted by 100 μL methanol (5 μg/mL of heptadecanoic acid in methanol), vortex for 15 min, then followed by centrifugation (14000 g×10 min, 4°C ) for two times, 80 μL of the supernatant was derivatized using a two-step procedure. 25 μL of MOX (10 μg/mL in pyridine) was added to the vial and shook for 90 min at 37°C , evaporated and followed by 120 μL MSTFA: ethyl acetate (1:4, V/V) at 37°C for 120 min. The derivatized sample was for GC-MS analysis.
For LC-MS analysis, 140 μL of acetonitrile (5 μg/mL of glibenclamide in acetonitrile) was added to 20 μL of serum for protein precipitation, vortex for 5 min, the mixture was centrifuged at 16000 g for 10 min twice. The supernatant was for LC-MS analysis.
GC-MS analysis
The samples were performed on GC-MS-QP2010 Ultra (Shimadzu Co, Kyoto, Japan) equipped with a fused silica capillary column (Rtx-5MS;30 m×0.25 mm i.d., film thickness 0.25 μm, Thames Restek, UK). The helium carrier gas flow rate was set at 1.0 mL/min. The GC oven was initially held at 70°C for 3 min, and increased to 320°C at a rate of 10 °C /min, where it was held for 2 min. 1 μL of derivatized samples was injected at a split ratio of 1:50. The temperature of the injector and ion source was set at 250°C and 200°C , respectively. The MS was operated in electron impact mode (70 eV) with a mass range of m/z 45 to 600.
LC-MS analysis
The samples were performed on Ultra Fast Liquid Chromatography (UFLC) system (Shimadzu Co, Kyoto, Japan) equipped with an electrospray ionization source operating in both positive and negative ion mode. The column held at 40°C for separation was Phenomenex Kinetex C18 (100 mm×2.1 mm, 2.6 μm) (Phenomenex, Torrance, CA, USA). The mobile phase was a mixture of (A) H 2 O with 0.1% formic acid and (B) acetonitrile, with a programmed gradient as follows: linear gradient from 5% B to 95% B, 0-20 min; maintained with 95% B in 3 min, and returned to 5% B for column equilibration for 7 min. The injection volume was 5 μL and the flow rate was set at 0.4 mL/min. The scan ranges were of m/z 100-1000; the detector voltage was 1.7 kV; the ESI voltage was 4.5 kV in positive ion mode and -3.5 kV in negative ion mode; the ion source and heat block were maintained at 200°C ; the nebulizing gas flow rate was 1.5 L/min; the drying gas flow was 0.1 MPa, and the ion accumulation time was 30 ms.
Data preprocessing and analysis
Each chromatogram obtained was processed by profiling solution version 1.1 (Shimadzu Co, Kyoto, Japan) for peak deconvolution and alignment. Following background-peak-filtering, 80% rule, limitation of QCs, normalization by the total ion intensity. After data preprocessing, a new data matrix containing sample names, variable names, and normalized ion intensities was imported to SIMCA-P software (version 13.0, Umetrics, Sweden) for the performance of PCA and OPLS-DA. A number of variables with S-3 VIP value > 1.0 were identified from OPLS-DA as being responsible for the differences between treatment and control groups. Furthermore, the nonparametric Mann-Whitney U test was performed to determine the significance of each metabolite using PASW Statistics 18 (SPSS Inc., Chicago, USA).
Identification of metabolites
Compound identification in GC-MS was performed by comparing the mass fragments and intensities with NIST MS search 2.0 software (NIST, Gaithersburg, MD). Metabolites with a similarity of more than 70% were finally verified by available reference compounds. Then those metabolites were further confirmed by comparing with the standards that available in our lab. The identification of biomarkers in LC-MS followed a comprehensive strategy involving the determination of the accurate m/z, retention time, and typical MS/MS fragment and pattern. Discriminative markers were then compared with the mass-to-charge ratio (m/z), formulae and the MS/MS fragmentation of metabolites proposed by literatures and online databases, including HMDB, METLIN, Mass Bank and LIPID MAPS. Then, the putative identifications were verified by comparing the MS n fragmentation patterns and retention time with those of authentic standard compounds that available in our lab.
Quantification of bile acids in serum
A total of 200 μL methanol and 10 μL cortisone acetate (IS, 100 μg/ mL) were added to 50 μL serum for protein precipitation, vortex for 5 min, the mixture was centrifuged at 16000 g for 10 min twice. The supernatant was for LC-MS/MS analysis. The mobile phase consisted of (A) acetonitrile and (B) 0.1% formic acid, with a programmed gradient as follows: started with 25% A for 20 min; linearly increased to 40% A in 65 min and brought back to 25% A in 5 min followed by 10 min of column equilibration. The parameters were set as follows: ESI (-), spray voltage, 3.8 kV; capillary temperature, 380°C ; scan width for multiple-reaction monitoring (MRM), 0.1 m/z. Nitrogen was used as sheath (40 arb) and auxiliary (25 arb) gas. Argon was used as the collision gas (1.0 mTorr). Note: RBW and RFI on hour 52 were calculated relative to animals' weight and food intake at the beginning of the experiment (hour 0), respectively. Group M vs. C, *P <0.05, **P <0.01; Group MF vs. M, # P <0.05, ## P <0.01. 
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